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In this work we present a general method, commonly applied to the numerical analysis of stochastic
models, to interpolate AC-DC differences (usually denoted by the greek letter δ) between calibra-
tion points in thermal transfer standards. This method assigns a power-law behaviour to AC-DC
differences, solely under the assumption that δ must be some smooth-varying function of voltage
and frequency. We argue it may be straightfowardly applied to all working ranges of the standards,
with no distinction.
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I. INTRODUCTION
Recent progress has been made towards the standard-
ization of the AC voltage and current [1], but ther-
mal transference methods, by which AC-volt and AC-
ampe`re are compared to standard DC functions by ther-
mal conversion, remain the most important resource in
AC metrology practice on industrial and scientific electri-
cal standards. The measurand is the difference between
a DC current and the AC current needed to dissipate
the same quantity Q of heat on the transfer standard; it
is usually called AC-DC difference, and denoted by the
greek letter δ [2, 3].
We expect the measured AC-DC differences to be a
continuous function of Q. Both numerical and theoret-
ical results, and simple considerations on the physics of
the heat production on the converters support this as-
sumption. Neverthless, the same physical considerations
are not yet able to make satisfactory predictions to a
metrological level.
Despite this, we show in this work we can make use of
the smoothness of δ (see Sec. IV), to associate correc-
tion exponents to the solution of the limiting equation
for the problem, which is very easily formulated, and ob-
tain a precise form for δ, at least on some neighbouring
frequencies and values of the input function [4].
Sections II and III show results regarding the AC-DC
difference in thermal converters, and review some impor-
tant equations that relate to these results. Sections IV
and V present a detailed description of the method, and
some results obtained on transfer standards and thin-
film multijunction systems; a brief conclusion is then pre-
sented in the last section.
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II. THERMAL CONVERTERS
The most simple available thermal converter is the sin-
gle junction thermal converter (SJTC), extensively stud-
ied and introduced as a transfer standard in the 50’s by
Hermach [5]. The SJTC may be combined with a resistor
in order to extend its transfer ranges. This set makes a
thermal converter (TC), which can be in series or par-
allel configuration, depending on the function being cal-
ibrated, whether it is voltage (when the set is assigned
the term thermal voltage converter, or TVC) or current
(alternatively, thermal current converter, or TCC), re-
spectively.
A SJTC consists of a thermocouple welded to the mid-
dle of a low-resistence heater wire, through which elec-
trical current flows and dissipate heat.The weld between
thermocouple and heater is made from ceramic or similar
material, and provides electrical, but no thermal insula-
tion, allowing the hot junction to quickly get into thermal
equilibrium with the center of the heater [2]. These ther-
moelements, as they are also called, are usually mounted
in an evacuated glass bulb, as shown in Fig. 1, and
serve well to illustrate the principles of AC-DC metrology
through thermal converters.
Fig. 2 shows sketch of the typical frequency depen-
dence of a SJTC, in which we can see the most relevant
sources of error in thermal converters in general. The
main causes of AC-DC difference in thermal converters
are DC offset, stray reactance and low-frequency thermal
ripple. The contribution of frequency combined effects to
the AC-DC difference can be of the order of 0.1 µV/V
from 100 Hz to 20 kHz, to 100 µV/V at 1 MHz for an
ordinary SJTC [6].
Thermal conversion is today the most economically
feasible form available for making AC-DC transfers. An-
other very commonly used type of TC are eletronic, solid-
state-based thermal standards as the one sketched in Fig.
3. The output of such an electronic TC responds linearly
to temperature increases in a heater resistor. The output
voltage at full input is about 2 V, instead of the 12 mV
obtained from thermocouple-based TC’s [3, 7].
Three electronic thermal standards Fluke model
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2FIG. 1: SJTC schematics. The temperature in the heater
during operation is about 220oC, and its output voltage can
range tipically from 8 to 12 mV; the bead provides electrical,
but no thermal insulation, and allows the hot junction to
quickly get into thermal equilibrium with the center of the
heater. After Ref. [2].
FIG. 2: TVC/TCC characteristics sketch. This illustration
shows a typical frequency behaviour of voltage AC-DC dif-
ferences at fixed voltage, obtained from a rough simulation.
The main causes of AC-DC difference in SJTC are DC offset,
stray reactance and low-frequency thermal ripple.
792A[17] (F792A), one of them assigned primary, are the
transfer standards at Inmetro. And though studies are
being carried out in order to replace them by thin-film
multijunction converters (PMJTC) in primary standard-
ization [8], such electronic transfer standards are widely
used in all areas where AC transfer is required, including
many other National Metrology Institutes (NMI).
III. TRANSFER CHARACTERISTICS
We can assign the output of a thermal converter the
general form
E = kf [Y ;ω], (1)
where E is the rms output voltage, k is some constant
scale factor dependent on the input funtion (voltage or
current) and f is a response functional dependent on the
input function time evolution Y and, by an obvious ex-
tension, the frequency ω. The functional f (which may be
FIG. 3: Simplified Fluke rms sensor. The sensor chip consists
of two matched thermal voltage converters that lay on the
temperature sensitivity of solid-state junctions rather than
the ordinary thermocouple. After Ref. [7].
also called transfer characteristic) gives, without loss of
generality, a measure of the heat dissipated in the heater
of the TC, whatever design it might have, be it a simple
resistive element or some complex electronic circuit.
May the input function Y = I(t) be current, the AC-
DC difference of a converter at some I and ω, referenced
to a known DC current I0, is given by [9]
δ = − E[I]− E[I0]
n · E[I0]
∣∣∣∣
I=I0
(2)
where n is the characteristic exponent (often called “nor-
malized index” or “linearity coefficient”) of the converter.
Should Joule effect be the only significant contribution
to heat generation in the converter, supposing perfect
sinewave voltage input Y = I sin(ωt), we should have
f [Y ] =
∫
ω/2pi
dt′ · Y 2(t′), (3)
and we expect f [Y ] ∼ I2. As other thermoelectric ef-
fects become important, we must consider higher order
contributions to f in its arguments, or even incorporate
time-dependent factors, if good estimates for AC-DC dif-
ferences are to be obtained.
Then, following Schoenwetter [9], the lack of square-
law response in SJTC for sinewave input currents at low-
frequencies can be modelled as
Y 2 = aI2 (1−m cos(2ωt))
+ abI4 (1−m cos(2ωt))2 (4)
where a, b are scale constants, I is the rms value of the
current through the heater, τ is the thermal integration
time constant of the TC and
m2 =
1
1 + (2ωτ)
2 .
3Substituting Eq. 4 in Eq. 3 and carrying on the integra-
tion:
f [I] = I2
[(
m2
2
+ 1
)
bI2 + 1
]
(5)
if ω 6= 0. At DC regimes (ω = 0), the same procedure
leads to
f [I0] = I
2
[
bI2 + 1
]
. (6)
According to Ref. [9], b can be evaluated through DC
measurements of the output voltage of the TC. Then,
applying Eqs. 5 and 6 to Eq. 2, the low-frequency AC-
DC difference of a converter at some I and ω, referenced
to a known DC standard I0, is given by
δ ≈ −bm
2
4
I2. (7)
Eqs. 4 to 6 also enclose the following idea: losses and
temperature-dependent coefficients in thermal and elec-
trical conductivity of the heater increase with increas-
ing input power, and affect the dissipated power in un-
even ways at input signal maxima and minima. Eqs.
5 and 6 show that at low-frequency AC regimes, these
non-linearities affect the average power generated in the
sensor, in the sense that more AC than DC is required
in order to obtain the same output response.
Eq. 7 was obtained by considering, as an aproximation,
some time-independent transfer characteristic f , and a
frequency-tracking correction to the input function of the
form 1 + m cos(2ωt), plus higher order terms that ac-
count for the non-linearities discussed above. The same
aproximation also applies to F792A measurements [3, 7],
and is very similar, as far as the powers of ν and V are
concerned, to the results Hermach had earlier obtained
[5], which account for radiation losses contributions as a
perturbation to the heat-conduction equation above the
thermal integration time-constant limit. Comments on
the agreement of both results to PMJTC data can be
found in Ref. [10].
These results bring, among many other implications,
better knowledge of the expected limiting curves of δ at
fixed voltage and frequency at low frequencies. This al-
lows us to derive formulae for interpolation of AC-DC
differences between calibration points.
Measurement of AC-DC differences in voltages and fre-
quencies different from the ones usually offered in calibra-
tion services can be an important matter for data analysis
and prediction, for instance. This brings the question as
to whether it is possible to improve the results for stan-
dardization between calibration points of the standard,
and has provided the initial motivation to this work.
IV. POWER-LAW INTERPOLATION
Based on the behaviour of the AC-DC difference δ re-
ported in the previous sections, we expect, as ν → 0,
that
FIG. 4: Linear fits of 792A data at fixed voltage. The picture
shows a least square fit line for 792A AC-DC differences δ (in
µV/V) at fixed 300 mV, and frequencies 10 < ν < 40 Hz.
Uncertainties are of order of 10 µV/V, and are not shown.
δ ∼ Y
2
ν2
(8)
but for a multiplicative constant.
Assuming Eq. 8 holds, a common way to interpolate
(ν, δ) or (Y, δ) pairs to experimental AC-DC difference
data is to operate a change of variables so as to make δ
linear in its arguments; in few words, this means we pick
Y 2 and 1/ν2 as parameters. This change of variables is
reported in Ref. [11].
Such linearization processes are based on some trun-
cated integer-power expansion of f in its arguments, true
only in the limit. Deviations of Eq. 8 can be particularly
important where uncertainties are of the order of the in-
terpolation error estimates. And while this is not always
true for the F792A, it certainly applies to PMJTC stan-
dards.
Our proposal is to neglect complex details as the limit-
ing form of f or the random effects of fluctuations, while
still considering the possible strong higher order terms
mentioned earlier, by assuming, in some neighborhood
of the point to be interpolated, low-frequency δ has the
power-law form
δ ∼ Y
2−β
ν2−α
(9)
where α and β are the corrections to the limiting form in
Eq. 8.
Exponents α and β are adjusted under the condition of
maximum linear correlation between, for instance, fixed-
voltage or fixed-frequency AC-DC differences; this crite-
rion has been consistently applied in similar adjustment
on the context of scaling random systems [12]. The im-
plicit assumption behind Eq. 9 is that the AC-DC differ-
ence is a smooth function of Y and ν, in the statistical
sense.
Figs. 4 and 5 show least square fits for AC-DC
low-frequency differences on two different F792A instru-
ments, obtained from calibration against PMTC, both in
4FIG. 5: Linear fits of 792A data at fixed frequency. The pic-
ture shows a least square fit line for 792A AC-DC differences
δ (in µV/V) at fixed 40 Hz, and voltages 0.002 < V < 0.020
volts. Uncertainties range from 35 to 75 µV/V, and are not
shown.
TABLE I: Frequency Interpolation of F792A Data at 0.300 V
ν δ U ∆
10 -190 10 0.03
20 -30 10 0
30 -10 10 -0.60
40 -3 10 0.60
This table shows the adjusted points (ν, δ), their combined uncer-
tainties U and the interpolation errors ∆ for F792A calibration
data. The frequency ν is given in hertz; δ, U and ∆ are expressed
in µV/V .
TABLE II: Voltage Interpolation of F792A Data at 40 Hz
V δ U ∆
0.002 -62 75 -0.28
0.006 18 60 0.27
0.010 26 50 -1.87
0.020 35 35 1.44
This table shows the adjusted points (V, δ), their combined un-
certainties U and the interpolation errors ∆ for F792A calibration
data. The voltage V is given in volts; δ, U and ∆ are expressed in
µV/V .
voltage and frequency. Exponents α and β were adjusted
until the correlation coefficient R2 of the fits came to a
maximum. In Fig. 4, α = −0.6 to R2 = 0.99998; in Fig.
5, β = 3.5 to R2 = 0.9995 (see Eq. 9).
The combined uncertainties U are of 10 µV/V for the
points in Fig. 4; for the points in Fig. 5, U range from 35
to 75 µV/V. The standard errors of the fits are σ = 0.6
µV/V (Fig. 4) and σ = 1.7 µV/V (Fig. 5). These
figures represent negligible contribution to the combined
uncertainties of those points, and therefore no important
FIG. 6: PMJTC system at Inmetro. This sketch shows the
voltage system used to calibrate junctions in 50 V. SRC1 and
SRC2 are multifunction calibrators; SW is a switch; DMM1 and
DMM2 are digital nanovoltmeters; TC1/R1 and TC2/R2 are sets
of PMJTC and range resistors (see text).
contribution of the interpolation method to the uncer-
tainty is expected in points interpolated between calibra-
tion points. The adjusted points (ν, δ) and (V, δ), their
combined uncertainties U and the interpolation errors ∆
are summarized in Tables I and II.
V. RESULTS FOR PMJTC DATA
The AC standardization project at Inmetro has a fully
operational automated PMJTC voltage system, and the
first measurements are being carried out. This system
is composed of two 180 Ω-heater PMJTC, calibrated
at Physikalisch-Technische Bundesanstalt (PTB), in 1.5
volts and frequencies from 10 to 1 MHz; twelve 90 Ω, one
400 Ω and one 900 Ω PMJTC. These junctions are used
with range-resistors from 200 mV to 1000 V; the stan-
dardization method chosen is the voltage step-up [8].
Fig. 6 shows an schematics of the PMJTC voltage sys-
tem used at Inmetro to calibrate junctions from 1.5 to
100 V. In this sketch, SRC1 and SRC2 are multifunction
calibrators Fluke model 5720; SW is an AC-DC switch-
ing unit built at the Swiss Federal Office of Metrology
and Accreditation (Metas); DMM1 and DMM2 are digital
nanovoltmeters Keithley model 2182A; TC1 and TC2 are
PMJTC made at PTB; and R1 and R2 are the proper
range resistors for the set.
We assume Eq. 9 holds, and again adjust exponents
α and β under the condition of maximum linear correla-
tion between AC-DC differences. Figs. 7 and 8 show fre-
quency fits for AC-DC low-frequency differences on two
different 90 Ω PMJTC sets, obtained from calibration
against the 90 Ω standards for the 50 V step. Exponents
α were adjusted until the correlation coefficient R2 of
the fits came to a maximum. In Fig. 7, α = −1.1 to
R2 = 0.893; in Fig. 8, α = 0.5 to R2 = 0.807 (see Eq. 9).
The standard deviations s of the AC-DC difference
measurements range from 0.2 to 0.7 µV/V for the points
in Fig. 7; for the points in Fig. 8, s range from 0.4 to 0.7
µV/V. The standard errors of the fits are σ = 0.33 µV/V
(Fig. 7) and σ = 0.15 µV/V (Fig. 8). These figures are
of the order of the standard deviations of the measure-
5FIG. 7: Linear fits of PMJTC data at fixed voltage (1). The
picture shows a least square fit of AC-DC differences δ (in
µV/V) for the 90 Ω PMJTC set 90-8/R100V at fixed 50 V,
and frequencies 10 < ν < 1000 Hz. Error bars are standard
deviations, and range from 0.2 to 0.7 µV/V.
FIG. 8: Linear fits of PMJTC data at fixed voltage (2). The
picture shows a least square fit of AC-DC differences δ (in
µV/V) for the 90 Ω PMJTC set 90-9/R300V at fixed 50 V,
and frequencies 10 < ν < 1000 Hz. Error bars are standard
deviations, and range from 0.4 to 0.7 µV/V.
ments, and must represent no significant contribution to
the combined uncertainties of those points, and therefore
no important contribution of the interpolation method
to the uncertainty is expected in points interpolated be-
tween calibration points. The adjusted points (ν, δ), the
standard deviations s and the interpolation errors ∆ are
summarized in Tables III and IV.
VI. FINAL REMARKS
Fully- and semi-automated systems based on electronic
thermal standards can make it very practical for labora-
tories to handle demands for large numbers of calibra-
tion points in many different ranges. Recently reported
automated systems have overall calibration time limited
only by the charge duration of embedded batteries [15],
and though AC-DC transfer services can often last a few
weeks long, electronic thermal standards are very likely
to be around for a long time yet. So, one of the many
features of good interpolation methods is a possible re-
TABLE III: Frequency Interpolation of PMJTC Data at 50
V (1)
ν δ s ∆
10 1.58 0.66 0.01
20 0.67 0.30 -0.16
30 0.90 0.57 -0.33
40 0.31 0.22 -0.13
500 -0.37 0.31 -0.40
1000 0.36 0.33 0.35
This table shows the adjusted points (ν, δ), their combined uncer-
tainties U and the interpolation errors ∆ for PMJTC set labelled
90-8/R100V. The frequency ν is given in hertz; δ, U and ∆ are
expressed in µV/V .
TABLE IV: Frequency Interpolation of PMJTC Data at 50
V (2)
ν δ s ∆
10 3.11 0.46 -0.01
20 -0.62 0.41 0.16
30 -1.46 0.65 -0.16
40 -1.60 0.50 -0.16
500 -1.53 0.49 0.05
1000 -1.46 0.55 0.12
This table shows the adjusted points (ν, δ), their combined uncer-
tainties U and the interpolation errors ∆ for PMJTC set labelled
90-9/R300V. The frequency ν is given in hertz; δ, U and ∆ are
expressed in µV/V .
duction on the number of calibrated points within ranges
of electronic standards such as the F792A, both in volt-
age and frequency.
The method presented here has never been applied to
the study of measurement data from TC, though it can
be very useful in the analysis of many theoretical models
of statistical physics [12, 14]. As in those models, fur-
ther investigation of the correction exponents (Eq. 9) for
PMJTC data can bring deeper understanding of these
non-linearities and might lead to important insights on
these effects, instead of the other way around.
We also obtained small interpolation uncertainties on
PMJTC standards. For PMJTC, a robust interpola-
tion method, which in some way takes into account the
physics behind the measurement system, together with
calibration schemes such as described in [16], can help to
spare the extensive use of standards, while still promot-
ing improvement in results.
We should expect deviations from square and inverse-
square laws that rule AC-DC differences at low frequen-
cies in such standards to be related mainly to Thomsom
6heating and non-linear contributions to emissivity and
thermal diffusivity in the heater [2, 5, 6, 10, 13], as well
as non-linear contributions from circuitry in electronic
standards, though the contribution of sistematic fluctu-
ations of statistical nature should also be investigated.
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